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[57] ABSTRACT 

An apparatus for dispensing fluid according to a time 
schedule is disclosed. Fluid automatically flows to indi- 
vidual dispensing units at predetermined times from a 
fluid supply and is available only for a predetermined 
interval of time after which an automatic control causes 
the fluid to drain from the individual dispensing units. 
Fluid deprivation continues until the beginning of a new 
cycle when the fluid is once again automatically made 
available at the individual dispensing units. 

11 Claims, 2 Drawing Figures 
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AUTOMATIC FLUID DISPENSER 
ORIGIN 

The invention described herein was made in the per- 5 
formance of work under a NASA contract and is sub- 
ject to the provisions of Section 305 of the National 
Aeronautics and Space Administration Act of 1958, 
Public Law 85-568 (72 stat. 435; 42 U.S.C. 2457). 

BACKGROUND OF THE INVENTION 

1. Field of the Invention 

This invention relates to fluid dispensing systems 
which automatically dispense fluid to animals only dur- 
ing predetermined periods of time. 

2. Description of the Prior Art 

Experiments and controlled feeding often require 

maintaining animals on a fluid restriction regimen. 
These restrictions may require limiting the amount of 
fluid an animal may consume, the time period during 20 
which the animal may consume the fluid, or some com- 
bination of both of these restrictions. Controlled feeding 
programs in which a fluid is available to an animal at the 
same time every day present scheduling difficulties. 
Typically, glass bottles containing fluid are manually 25 
placed in the animal’s cage each time access to the fluid 
is required. This manual procedure often produces cum- 
bersome work schedules for experimentors and labora- 
tory personnel, particularly when the experiments last 
several weeks or months, including weekends and holi- 30 
days. 

U.S. Pat. No. 3,294,066 describes an animal feeding 
system wherein a time actuated valve causes a predeter- 
mined amount of water to enter a feeding unit where it 
will mix with a dry food material and the weight of such 35 
mixture will downwardly displace the feeding unit so as 
to expose a feeding nipple portion, thus allowing the 
animal to feed from the unit. This system, unlike the 
present invention, lacks a provision for draining or 
retrieving any fluid remaining when an animal feeding 40 
interval is over and it requires that a disposable feeding 
bag be replaced after each use. Additionally, this system 
differs from the present invention in that it is designed 
to dispense a fix^ amount of fluid and is not adaptable 
to experiments where the watering time interval, rather 45 
than the quantity of fluid to be consumed, is to be re- 
stricted. 

U.S. Pat. No. 3,720,185 discloses an automatic animal 
feeding system in which a level sensing device controls 
the amount of liquid delivered to a chamber where it is 50 
mixed with a solid food material and then dispensed at 
individual feeding points. This system utilizes automatic 
valves to dispense the food but is designed to provide a 
predetermine amount of food to an animal rather than 
to allow the animal access for a limited period of time. 55 

SUMMARY OF THE INVENTION 

The present invention is an apparatus for automati- 
cally dispensing fluid for limited intervals of time at 
predetermined times, and may be utilized to provide an 60 
animal access to water or other fluids during an experi- 
ment. This invention can free laboratory personnel and 
others in charge of feeding and watering animals ac- 
cording to strict time schedules, from these cumber- 
some duties, so that they may more effectively be uti- 65 
lized. It also serves to decrease manpower expenditures 
by eliminating the necessity of manually providing fluid 
for animals, particularly on weekends and holidays. 
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Additionally, it reduces the disturbances caused by 
attendants manually feeding and watering the animals 
which may introduce variables or otherwise interfere 
with laboratory studies being conducted. 

In the present invention automatically actuated 
valves control the availability of fluid from a supply to 
individual fluid dispensing units. The individual dis- 
pensing units comprise tubing extending into an animal 
cage terminating in a licking dispenser. One of the 
10 valves controls the flow of fluid from the supply and 
another valve drains the fluid from the system when the 
animal is to be deprived of it. A third valve allows air to 
escape from the system when it is being filled to prevent 
air pockets. A timing device automatically actuates the 
15 valves in correct sequence. 

BRIEF DESCRIPTION OF THE DRAWINGS 

FIG. 1 is a partial perspective view of the system 
showing one individual cage and an animal within it; 

FIG. 2 is a schematic view of the system constructed 
according to the present invention. 

DESCRIPTION OF THE PREFERRED 
EMBODIMENT 

FIG. 1 illustrates an automatic fluid dispensing appa- 
ratus constructed according to the present invention in 
its preferred field of application. A plurality of individ- 
ual animal cages 16 are mounted in a rack 10 which 
compactly houses the cages in a plurality of rows. Asso- 
ciated with the rack 10 is the fluid dispensing apparatus 
of the present invention. The fluid dispensing apparatus 
of the present invention includes a plurality of individ- 
ual fluid dispensing units 12 which are coupled to each 
other by conduit 20. Associated with conduit 20 are 
solenoid controlled intake valve 32, solenoid controlled 
outlet valve 46 and solenoid controlled bleeder valve 
56. A source of fluid not shown is coupled to solenoid 
controlled intake valve 32. Timing device 34 controls 
the activation of valves 32, 46 and 56 in a manner to be 
explained in detail in conjunction with FIG. 2 so that 
fluid is selectively dispensed to the dispensing imits 12 
from the source of fluid by means of conduit 20 for 
predetermined intervals of time. 

FIG. 2 schematically illustrates a fluid dispensing 
apparatus constructed according to the present inven- 
tion. In the fluid dispensing apparatus of the present 
invention, a plurality of individud fluid dispensing units 
12 are provided which are comprised of tubing 14 for 
carrying fluid into the individual animal cages 16. The 
units 12 terminate in a licking dispenser 18, from which 
the animal may obtain fluid by licking or sucking. At- 
tached to rack 10 is conduit 20 which connects the 
individual fluid dispensing units 12 to a fluid supply 22 
through an intake line 24 and to drains 26 and 27 
through drainage lines 28 and 30. In the preferred em- 
bodiment of the invention, the individual animal cages 
16 are mounted in a Hardco Scientific rat cage (Model 
No. RR-240) which has factory-assembled piping 20 
and a plurality of individual fluid dispensing units 12 for 
providing water or other fluids to the animals. 

In the present invention, a first automatic control 
causes fluid to flow from the supply to the individual 
fluid dispensing units during predetermined intervals 
and prevents the flow of fluid from the supply to the 
dispensing units after completion of the predetermined 
dispensing interval. In the preferred embodiment, the 
first automatic control comprises a solenoid controlled 
intake valve 32 mounted above the conduit 20 and actu- 
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ated by a timing device 34. In intake valve 32, orifice 38 
is coupled to conduit 20, orifice 40 is coupled to the 
atmosphere and orifice 42 is coupled by means of cou- 
pling device 44 to the intake line 24 which is coupled to 
the fluid supply 22. 

A second automatic control causes a flow of fluid 
from the individual dispensing units to the drain after 
completion of a predetermined dispensing interval. In 
the preferred embodiment, the second automatic con- 
trol comprises a solenoid controlled outlet valve 46 10 
actuated by the timing device 34. The solenoid con- 
trolled outlet valve 46 is located below the conduit 20 
so that gravity will aid in draining excess fluid from the 
conduit 20 and tubing 14. In solenoid controlled valve 
46, orifice 48 is coupled to the conduit 20, orifice 50 is 15 
coupled to the atmosphere and orifice 52 is coupled by 
tubing 28 to the drain 26. 

A third automatic control can be utilized to allow the 
discharge of air displaced from the conduit 20 and the 
individual dispensing units 12 during the entry of fluid 20 
to prevent the creation of air pockets within the system. 

In the preferred embodiment the third automatic con- 
trol comprises a solenoid controlled bleeder valve 56 
actuated by the timing device 34. In solenoid controlled 
bleeder valve 56, orifice 58 is coupled to the conduit 20, 25 
orifice 60 is coupled to the atmosphere and orifice 62 is 
coupled by tubing 30 to the drain 27. 

Although any well known solenoid controlled valve 
may be used as the solenoid controlled valves 32, 46 and 
56 it has been found that valve No. 8320A9, manufac- 30 
tured by the Automatic Switch Company, works satis- 
factorily. 

Each of the solenoid controlled valves is coupled to a 
timing device 34 which controls the operation of 
valves. The particular construction of the timing device 35 
34 is not critical to the proper functioning of the present 
invention and any suitable timing apparatus may be 
utilized. In the preferred embodiment, each of the sole- 
noid controlled valves is connected by leads 68 to the 
timing device 34. The timing device 34 comprises a 40 
master timer 70 which activates and deactivates two 
0-60 minute electronic accessory timers 72 and 74. The 
accessory timers 72 and 74 in turn activate the valves 
through relay switches not shown. Intake valve 32 and 
outlet valve 46, which are switched at the same time in 45 
an operating sequence, are controlled by one accessory 
timer 72, while bleeder valve 56 is controlled by the 
other accessory timer 74 allowing it to be independently 
scheduled. 

The master timer 70 is a readily available 24-hour 
electronic timer which activates the accessory timers 72 
and 74 once per day by allowing current to flow to 
them for a pr^etermined period of time and then deac- 
tivates by shutting off the current flow. The accessory 
timers 72 and 74 are identical to each other and allow 55 
current to pass through them only for a predetermined 
period of time after which the current flow will be shut 
off. These accessory timers 72 and 74 will not pass a 
current until they have been activated again by the 
master timer 70 during the next cycle. Other suitable 60 
arrangements for the timing device 34 may be utilized 
within the scope of the present invention. For example, 
a timing device may be constructed which eliminates 
the need for a separate master timer to control the ac- 
cessory timers. 

Indicators 76 a, b, c, may be coupled to each valve or 
to the timing device 34 to indicate the status of the 
individual valves, that is, whether the valve is activated 
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or deactivated. Such devices could also be used to de- 
termine the status of the entire system or to spot system 
malfunctions. Any suitable device, such as one utilizing 
light bulbs to indicate whether the valve was activated 
5 or deactivated, can be used. 

Finally, counters 78 a, b, c, may be added to the sys- 
tem. Such devices may be coupled to the timing device 
or to individual valves to indicate the number of activa- 
tions of the system. Any suitable, readily available, 
electronic, electro-mechanical or other type of counter 
can be utilized. 

Operation of Preferred Embodiment 

Experiments and controlled feeding often require 
maintaining animals on a fluid restriction regimen in- 
cluding restrictions on the period of time when an ani- 
mal may consume a fluid. At the initiation of a feeding 
schedule with the present invention, the conduit 20 and 
the individual fluid dispensing units 12 have no fluid in 
them and valve orifices 42, 50 and 62 are closed while 
all other orifices are open. This allows the atmosphere 
to enter intake valve 32 and any fluid that might remain 
within the conduit 20 from previous feeding schedules 
to drain from the outlet valve 46. When the feeding 
schedule requires allowing the animals access to fluid, 
the preprogrammed timing device 34 will activate all 
valves simultaneously thereby closing orifices 40, 48 
and 60 while opening orifices 42, 50 and 62. This results 
in fluid entering the system through the intake valve 32 
while the closed outlet valve 46 prevents fluid flowing 
to the drain 26. Activation of the bleeder valve 56 al- 
lows the discharge of air into the atmosphere which is 
displaced by the fluid as it enters the conduit 20 and 
tubes 14, thereby preventing the formation of air pock- 
ets within the system. The bleeder valve 56 remains 
open for a period of time sufficient to permit filling the 
system and discharging the displaced air after which the 
orifice 58 is automatically closed and the fluid pressure 
at the intake valve orifice 42 may be increased. Al- 
though the intake, outlet and bleeder valves all are 
activated simultaneously, the duration of their cycles 
varies. The intake 32 and outlet valves 46 remain acti- 
vated during the entire fluid dispensing interval 
whereas the bleeder valve 56 is only activated while the 
system is being filled with fluid. The requisite operating 
time for the bleeder valve 56 is dependent upon system 
parameters including system size and fluid pressure, but 
satisfactory operation may be obtained by initially mea- 
suring the amount of time it takes until fluid, without air 
50 bubbles, flows from the bleeder valve orifice 62 and 
then programming the timing device 34 to regulate the 
valve 56 accordingly. During the fluid dispensing inter- 
val when the animals are given access to the fluid, 
valves 32 and 46 remain activated with orifices 42 and 
50 open and orifices 40 and 48 closed. At the expiration 
of the dispensing interval, valves 32 and 46 are deacti- 
vated closing orifices 42 and 50 and opening orifices 40 
and 48, causing the fluid to drain rapidly from the sys- 
tem through the outlet valve 46. This sequence is then 
repeated for as many days or weeks as are necessary to 
complete an experiment. 

Although the present invention has been described in 
terms of a preferred embodiment, it is to be understood 
that numerous modifications and variations may be 
65 made thereto without departing from the spirit and 
scope of the invention. 

TTie automatic controls do not have to be connected 
to the timing device by wires but may be coupled by 
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other means as for example by transmitting and receiv- 
ing electromagnetic radiation. 

The third automatic control bleeder valve which 
allows the displaced air to escape does not have to be 
solenoid-controlled, timer-activated valve, but may be 5 
any suitable automatically controlled bleeder system. 

The licking dispenser may be any appropriate device 
which dispenses fluid in response to the animal’s licking 
or sucking, as for example, a nipple. 

The intake and bleeder valves do not have to be lo- 
cated above the conduit or piping and the outlet valve 
below the conduit to allow gravity to fill aiid drain the 
system. The configuration of the apparatus may be 
changed by utilizing positive pressure or vacuum |j 
pumps. For example, a positive pressure pump could be 
used to force water into the intake valve. Thus, since 
gravity would not be the only force filling the system, 
the intake valve need not be located above the conduit 
but could be located below. 20 

All modifications and variations are intended to be 
within the purview and scope of the appended claims. 

What is claimed is: 

1. An automatic fluid dispensing apparatus compris- 
ing: 25 

a. a supply of fluid to be dispensed; 

b. a drain for said fluid; 

c. one or more individual fluid dispensing units each 
adapted to dispense fluid when sucked by a user; 

d. conduit means for coupling said individual fluid 30 
dispensing units to said supply and to said drain; 

e. first automatic control means adjacent said supply 
for causing a flow of the fluid from the supply to the 
individual fluid dispensing units during predeter- 
mined dispensing intervals and for preventing flow 
of the fluid from the supply to the dispensing units 
after completion of said predetermined dispensing 
intervals; and 

f. second automatic control means to cause a flow to 
said drain, via said conduit means, of all fluid in said ^ 
conduit means except the portion between said fluid 
supply and said first automatic control means, said 
flow being caused at the completion of each prede- 
termined dispensing interval. 

2. Automatic fluid dispensing apparatus according to 
claim 1 wherein: 

a. the first automatic control means is a solenoid con- 

trolled valve actuated by electronic timer means; 
and 50 

b. the second automatic control means is a solenoid 
controlled valve actuated by electronic timer 
means. 

3. Automatic fluid dispensing apparatus according to 

claim 1 wherein: SS 

a. said first automatic control means is a solenoid 
controlled valve having three orifices: 
the first orifice is coupled to said supply of fluid; 
the second orifice is coupled to the atmosphere; and 
the third orifice is coupled to said individual fluid 60 
dispensing units; 
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b. said seocnd automatic control means is a solenoid 
controlled valve having three orifices: 
the first orifice is coupled to the drain; 
the second orifice is coupled to the atmosphere; and 
the third orifice is coupled to the individual fluid 
dispensing units. 

4. Automatic fluid dispensing apparatus according to 
claim 3 further comprising: 

a. counter means for indicating the number of activa- 
tions of each of said valves. 

5. Automatic fluid dispensing apparatus according to 
claim 3 further comprising: 

a. indicator means for indicating the state of each of 
said valves. 

6. Automatic fluid dispensing apparatus according to 
claim 5 wherein the indicator means is a light. 

7. Automatic fluid dispensing apparatus according to 
claim 1 further comprising: 

a. third automatic control means to allow discharge of 
air displaced from said conduit means and individ- 
ual dispensing units while the conduit means and 
dispensing units are being filled with fluid from the 
supply. 

8. Automatic fluid dispensing apparatus according to 
claim 7 wherein: 

a. the first autoiiiatic control means is a solenoid con- 
trolled valve actuated by electronic timer means; 

b. the second automatic control means is a solenoid 
controlled valve actuated by electronic timer 
means; and 

c. the third automatic control means is a solenoid 
controlled valve actuated by electronic timer 
means. 

9. Automatic fluid dispensing apparatus according to 
claim 7 wherein: 

a. said first automatic control means is a solenoid 
controlled valve having three orifices: 

the first orifice is coupled to the supply of fluid; 
the second orifice is coupled to the atmosphere; and 
the third orifice is coupled to the individual fluid 
dispensing units; 

b. said second automatic control means is a solenoid 
controlled start vMve having three orifices: 

the first orifice is coupled to the drain; 
the second orifice is coupled to the atmosphere; and 
the third orifice is coupled to the individual fluid 
dispenser; and 

c. said third automatic control means is a solenoid 
controlled valve having three orifices: 

the first orifice is coupled to the atmosphere; 
the second orifice is coupled to the drain; and 
the third orifice is coupled to the supply. 

10. Automatic fluid dispensing apparatus according to 
claim 9 further comprising 

a. counter means for indicating the number of activa- 
tions of each of said valves. 

11. Automatic fluid dispensing apparatus according to 
claim 10 further comprising: 

a. indicator means for indicatmg the state of each of 
said valves. 

***** 
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